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ABSTRACT

Magnetic tweezers are a powerful single-molecule
technique that allows real-time quantitative inves-
tigation of biomolecular processes under applied
force. High pulling forces exceeding tens of picoNew-
tons may be required, e.g. to probe the force range
of proteins that actively transcribe or package the
genome. Frequently, however, the application of such
forces decreases the sample lifetime, hindering data
acquisition. To provide experimentally viable sam-
ple lifetimes in the face of high pulling forces, we
have designed a novel anchoring strategy for DNA
in magnetic tweezers. Our approach, which exploits
covalent functionalization based on heterobifunc-
tional poly(ethylene glycol) crosslinkers, allows us to
strongly tether DNA while simultaneously suppress-
ing undesirable non-specific adhesion. A complete
force and lifetime characterization of these covalently
anchored DNA-tethers demonstrates that, compared
to more commonly employed anchoring strategies,
they withstand 3-fold higher pulling forces (up to 150
pN) and exhibit up to 200-fold higher lifetimes (ex-
ceeding 24 h at a constant force of 150 pN). This
advance makes it possible to apply the full range
of biologically relevant force scales to biomolecular
processes, and its straightforward implementation
should extend its reach to a multitude of applications
in the field of single-molecule force spectroscopy.

INTRODUCTION

Single-molecule techniques have become increasingly im-
portant in the last two decades, as they have permitted de-
tailed insights to biological processes that are not readily
apparent in ensemble measurements. They also provide ac-
cess to novel parameters such as force, which plays a funda-

mental role in a variety of biological processes ranging from
cellular motility to the replication, repair and segregation of
DNA (1,2). Examples of single-molecule methods capable
of applying force to biological systems include atomic force
spectroscopy (AFM), optical tweezers and magnetic tweez-
ers (2,3). The magnetic and optical tweezers methods have
garnered particular attention as they provide high tempo-
ral, spatial and force sensitivity in a range from hundreds of
femtoNewtons to tens of picoNewtons (pN), and, in con-
trast to AFM, they are also capable of measuring and ap-
plying torque (4–7). More recent developments in magnetic
tweezers also include the possibility of measuring multiple
samples simultaneously (multiplexing) (8–10), allowing for
a broad, statistically sound characterization of biomolecu-
lar machines at the single-molecule level.

Studies of biomolecular processes such as DNA unzip-
ping (11), polymerase dynamics (12), nucleosome unwrap-
ping (13), protein unfolding (14), conformational changes
such as the overstretching transition of nucleic acid struc-
tures (15) and viral genome packaging motors (16) have par-
ticularly stringent requirements on the applied forces, which
need to exceed several tens of pN. For example, the dsDNA
B-S conformational transition is only observed at pulling
forces of ∼65 pN (17). However, as the lifetime of the non-
covalent bonding typically employed for the anchoring of
biomolecules in magnetic or optical tweezers decreases with
applied force (18–20), such studies are limited to short mea-
surement times in the order of minutes. As a consequence,
the low amount of data that can be collected from indi-
vidual tethers can hamper reliable characterization of the
biomolecular process of interest. To allow measurements
over longer timeframes and broader force spectra, the an-
choring of biomolecules in tweezers experiments should em-
ploy strong chemical bonding.

Despite significant developments in tweezers instrumen-
tation and methodology in recent years (4–7,21), the chem-
istry of the biomolecular anchoring techniques has re-
mained largely unaltered (22–24). Focusing more specifi-

*To whom correspondence should be addressed. Tel: +31 15 278 3219; Fax: +31 15 278 1202; Email: n.h.dekker@tudelft.nl

C© The Author(s) 2014. Published by Oxford University Press on behalf of Nucleic Acids Research.
This is an Open Access article distributed under the terms of the Creative Commons Attribution License (http://creativecommons.org/licenses/by/4.0/), which
permits unrestricted reuse, distribution, and reproduction in any medium, provided the original work is properly cited.

 by guest on O
ctober 18, 2016

http://nar.oxfordjournals.org/
D

ow
nloaded from

 

http://nar.oxfordjournals.org/


e137 Nucleic Acids Research, 2014, Vol. 42, No. 18 PAGE 2 OF 10

Figure 1. Schematic overview of DNA anchoring strategies used in this
study. (A) Tethering of DNA in magnetic tweezers by coupling a multi-
ply biotinylated handle on one extremity of the DNA to a streptavidin-
coated magnetic bead, and by binding a handle containing multiple digox-
igenin molecules on the other extremity of the DNA to anti-digoxigenin
IgG antibodies adsorbed on nitrocellulose. (B and C) Tethering of one
DNA extremity via covalent coupling NH2-enriched handles on the DNA
to a surface. The other DNA extremity can then be bound to either (B)
neutravidin-coated magnetic beads using labeled DNA handles contain-
ing multiple biotins or to (C) maleimide-labeled magnetic beads using a
single DNA 5′ thiol-modification. In both cases (B and C) the magnetic
bead coatings include PEG polymers that serve both as a passivation layer
and as a covalent crosslinker.

cally on magnetic tweezers, typically DNA constructs con-
taining digoxigenin (DIG)-modified nucleotides (incorpo-
rated by enzymatic polymerase chain reaction (PCR)) are
bound onto surfaces to multiple non-specifically adsorbed
anti-digoxigenin IgG antibodies (anti-DIG) (7). The attach-
ment of superparamagnetic beads to DNA tethers is mainly
realized by biotin:streptavidin linkages (7,9,21). While this
methodology permits a rapid and reliable DNA attach-
ment, allowing it to become widespread, known limitations
exist. For example, a single DIG:anti-DIG interaction has
a higher thermodynamic dissociation constant (Kd = 1.2 ×
10−9 M) and significantly lower force stability (Fmax ∼25
pN) (25) compared to a biotin:streptavidin complex, for
which Kd = 10−14 M and Fmax ∼200 pN (26). While multiple
of these non-covalent ligand:receptor bondings may be em-
ployed to extend the force stability and lifetime of tethered
DNA (7,9,21), the facilitated dissociation of bonds due to
the application of external forces (27) continues to constrain
both parameters.

In this work, we achieve the covalent anchoring of DNA
tethers for use in magnetic tweezers (Figures 1 and 3A).
To do so, we introduce the application of ethanolamine
and heterobifunctional poly(ethylene glycol) (PEG) linkers

that allow the covalent binding of DNA molecules to either
glass or magnetic beads (28,29). This development relies on
the ability to selectively change the functional moieties of
PEG-crosslinkers (28). We quantitatively characterize both
the PEG-based surface passivation and DNA-tether stabil-
ity in the magnetic tweezers. Our studies of the attachment
stabilities of DNA tethers, probed by dynamic force spec-
troscopy and lifetimes experiments, demonstrate that DNA
molecules anchored via covalent coupling to PEG-coated
surfaces and magnetic beads withstand pulling forces up
to 150 pN and exhibit lifetimes exceeding 24 h under con-
stant force loads of 45 and 150 pN. Our use of amphiphilic
PEG polymers, widely used in single-molecule AFM force
experiments (29–32), provides the additional benefit of ex-
cellent biocompatibility (33–36) and, as we experimentally
demonstrate, increased suppression of non-specific adhe-
sions (37,38) over a range of ionic conditions compared to
the commonly applied DNA-tethering method using nitro-
cellulose surfaces and streptavidin-coated beads. These ad-
vances overcome the current limitations on the applicable
force and lifetime stabilities of DNA tethers, thereby vastly
extending the impact of future magnetic and optical tweez-
ers studies.

MATERIALS AND METHODS

Materials

Beads. Streptavidin-coated and carboxylated superpara-
magnetic beads (M-270 DynaBeads, LifeTechnologies,
USA) with a diameter of 2.8 �m were used within this
study. Commercially available amine-coated polystyrene
beads (Polysciences GmbH, Germany) with a diameter of
3�m were used as reference beads fixed onto the function-
alized glass surfaces.

DNA constructs. Linear dsDNA and single DNA hairpin
constructs, each with an enzymatically ligated dsDNA han-
dle at both ends, were synthesized as samples.

For the chemical anchoring stability characterization
and tether lifetime survey, linear double-stranded DNA
constructs with a total length of 4.8 kbp were synthe-
sized based on a 3.6 kbp fragment of the pRL-SV40 plas-
mid (Promega, USA), digested with BamHI and XbaI
and ligated in a second step to the 600 bp dsDNA han-
dles, as previously described (7,39). To create handles,
a 1.2 kb fragment from pBluescript (Stratagene, USA)
was amplified by PCR in the presence of Biotin-16-
dUTP (Roche Diagnostics, Switzerland), Digoxigenin-11-
dUTP (Roche Diagnostics, Switzerland) or Aminoallyl-
dUTP (Thermo Scientific, USA) using forward primer
5′-GACCGAGATAGGGTTGAGTG and reversed primer
5′-CAGGGTCGGAACAGGAGAGC. Prior to enzymatic
ligation via T4 DNA ligase (New England Biolabs Ltd.,
UK), the handles were digested with either BamHI or XbaI.
Thiol-labeled DNA handles were produced by PCR us-
ing the same template and primers with the same sequence
as mentioned above, but containing a 5′ thiol-labeled nu-
cleotide (Biolegio B.V, The Netherlands). Three different
full-length construct combinations used in this study were
assembled as shown (Figure 1).
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To prepare a DNA hairpin construct, a 1 kb Lambda
phage dsDNA fragment (LifeTechnologies, USA) was am-
plified by PCR using the forward primer 5′-CTGCGGTC
TCGTTGCTTACCGTCACCAGAAATTACCGTCAC
and reversed primer 5′-CCATCTTGGTCTCCTAGG
TTTTTAGCAGCGAAGCGTTTGATAAG, digested
with BsaI and ligated at one DNA terminus with a 42
bp oligonucleotide to form a U-turn (Table 1). Biotin-16-
dUTP and Aminoallyl-11-dUTP enriched handles (see
above) were ligated to double-stranded spacer oligonu-
cleotides (Biolegio B.V., The Netherlands; Table 1). These
handle/spacer constructs were allowed to anneal in order
to form a short (50 bp) double-stranded stem with a
BsaI overhang, which were ligated to the free accessible
terminals of the 1 kb dsDNA-hairpin fragment.

Poly(ethylene glycol) crosslinker. For surface passivation
and covalent DNA coupling procedures, a mixture of
mono- and heterobifunctional PEG linker of 5 kDa (∼110
monomers) were used. For covalent amino-labeled DNA
anchoring, NHS-PEG-COOH and NHS-mPEG (Laysan-
Bio, USA) were selected as surface linker; for PEGyla-
tion of the superparamagnetic beads NH2-PEG-maleimide
(Nanocs, USA), NH2-PEG-SH and NH2-mPEG (IRIS
Biotech, Germany) were used.

Methods

Functionalization of superparamagnetic beads. For the
functionalization of magnetic beads, we started with com-
mercially available carboxylated superparamagnetic beads.
For a final volume of 1 ml with a bead concentration of 3
mg/ml (∼ 2 × 108 beads), 100 �l of the stock solution was
used for any functionalization strategy (Figure 1).

The vials with the stock solution were shaken for 30 min
using a tilting mixer to avoid colloidal aggregates prior to
the functionalization steps. Afterward, 100 �l of the car-
boxylated bead stock solution was transferred to a 1 ml Ep-
pendorf tube and placed in a magnetic holder (DynaMag-5,
LifeTechnologies, USA) for 2 min, after which the super-
natant was discarded. The beads were washed twice with 1
ml 100 mM MES (2-(N-morpholino)ethane sulfonic acid,
Sigma, USA) buffer (pH 4.7) for 10 min with a tube shaker
at 1200 rpm (Thermomixer, Eppendorf, USA), and the su-
pernatant was discarded after each washing step which in-
cludes a 2 min incubation in the magnetic holder. The beads
were resuspended in 100 �l MES buffer and mixed with a
100 �l MES solution containing 4 mg of NH2-PEG-SH
(for binding neutravidin in a second step) or NH2-PEG-
maleimide (depending on the DNA anchoring strategy, see
Figure 1), 8 mg NH2-mPEG and 20 mg EDC (1-Ethyl-3-
(3-dimethylaminopropyl)carbodiimide, Sigma, USA). The
components were mixed thoroughly for 2 min with a vor-
tex, and afterward the bead solution was sonicated for 2
h in an ultrasonic bath (Bransonic B1510, Branson, USA)
with an additional 30 s mixing step every 20 min. Fol-
lowing the PEGylation reaction, the functionalized beads
were washed three times with 1 ml PBS (phosphate buffered
saline, Sigma, USA) buffer (pH 7.4) containing 2% BSA
(bovine serum albumin, Sigma, USA). Each washing step
consists of 10 min of shaking at 1200 rpm followed by place-

ment of the tube in the magnetic holder for 2 min, after
which the supernatant was discarded. The functionalized
magnetic beads were resuspended in 1 ml PBS buffer (2%
BSA, pH 7.4).

For the coating of magnetic beads with neutravidin, PE-
Gylated beads with NH2-PEG-SH were resuspended in
100 �l sodium phosphate (SP, pH 7) buffer (Sigma, USA)
and mixed with 100 �l SP buffer containing 100 �g of
maleimide-labeled neutravidin (Pierce, USA). After vortex-
ing the mixture for 1 min, the coupling reaction was carried
out in the tube shaker at 1200 rpm for 2 h. Afterward, the
neutravidin-coated beads were washed three times with 1
ml PBS buffer (2% BSA, pH 7.4) for 10 min at 1200 rpm,
constantly discarding the supernatant after placing the tube
in the magnetic holder for 2 min and after each mixing in-
stance. The magnetic beads were resuspended in 1 ml PBS
buffer (2% BSA, pH 7.4).

All functionalized magnetic beads were stored at 4◦C and
used within 30 days following bead functionalization. No
noticeable decreases in the DNA-coupling efficiency were
observed during this period.

Functionalization of flow cell surfaces. Borosilicate cover
glasses (#1, Menzel GmbH, Germany) with dimensions
of 24 × 60 mm serve as the flow cell surface for DNA
anchoring. The glasses were placed into a Teflon holder
and incubated in a 5% (V/V) aqueous Hellmanex III
(Hellma GmbH, Germany) solution and sonicated for 20
min at 40◦C. After washing thoroughly with water, the
glasses were covered in water and sonicated for further
20 min. After another washing step with water, the glass
surfaces were dried in a nitrogen flow (28,29). The pre-
activation of the glass surfaces to generate a high density
of silanole groups––which allows a homogeneous surface
functionalization––was realized by applying oxygen plasma
(Plasma-PREEN I, Plasmatic Systems Inc., USA) for 2 min
with an oxygen flow rate of 2.5 SCFH and a power of 200
W.

For the coating of glass surfaces with nitrocellulose, ni-
trocellulose membrane paper (Invitrogen, USA) was dis-
solved (1% m/V) in acetic acid pentyl ester (Sigma, USA) by
mixing the components for 1 h at 250 rpm in a tube shaker at
35◦C. Prior to polymer coating, polystyrene beads with a di-
ameter of 3 �m were melted to the previously cleaned cover
glasses to serve as reference beads for the magnetic tweez-
ers experiments. For that purpose, 3 �l of a 250× dilution
of the polystyrene bead stock solution in ethanol (Sigma,
USA) was added to the cover glasses and spread evenly on
the surface with the lateral side of the pipette tip. For bead
fixation, the cover glasses were heated to 150◦C for 3 min on
a ceramic heat plate (PC-420D, Corning, USA). Afterward,
the prepared nitrocellulose solution was diluted 10×, and 3
�l of it was spread evenly onto each surface and cured by
evaporation at 90◦C for 1 min.

The glass surfaces for covalent DNA attachment were
aminated by esterification of ethanolamine with surface
silanole groups (28,29). The clean cover glasses were in-
cubated overnight in a 5 M ethanolamine hydrochloride
(EA, Sigma, USA) solution in anhydrous dimethyl sulfoxide
(DMSO, Sigma, USA). The dissociation of EA in DMSO
was performed at 65◦C for ∼1 h, accompanied by some
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Table 1. Sequences of the oligonucleotides used for the synthesis of the 1 kbp hairpin constructs

Oligonucleotides Sequences

U-turn 5′CCTAAGCTCGCCGAGGCGAGCGAAAGCTCGCCTCGGCGAGCT
Upper handle, forward 5′GGCCAACCAAGTCATTCTGAGAATAGTGTATGCGGCGACCGAGTTGCTCTTGCCATGCTCTT

TACAACCGGTTGACTGCTTCAGGGGTCGATCCCGCTTTGTAC
Upper handle, reversed 5′GGCAAGAGCAACTCGGTCGCCGCATACACTATTCTCAGAATGACTTGGTT
Lower handle, forward 5′GCAAGTACAAAGCGGGATCGACCCCTGAAGCAGTCAACCGGTTGTAAAGAGCATCGATCGTT

GTCAGAAGTAAGTTGGCCGCAGTGTTATCACTCATGGTTATGCCAGATGGTAAGCCCTCCCGTA
TCGTAGTTATCTACACGACGGGGAGTCAGGCAACTATGGATGAACGA

Lower handle, reversed 5′GATCTCGTTCATCCATAGTTGCCTGACTCCCCGTCGTGTAGATAACTACGATACGGGAGGGC
TTACCATCTGGC

occasional shaking to ensure complete dissolution. After
the surface amination, the cover glasses were washed thor-
oughly with water and dried with a nitrogen stream.

The functionalized glass surfaces were afterward used for
flow cell assembly as previously described (7). In brief, a
double layer of parafilm spacer was placed onto the func-
tionalized surfaces, and the flow cell was closed by a second
coverslip on top containing inlet and outlet apertures for
fluidic couplings. The assembly was performed by melting
the parts together at 90◦C for 30 s.

Evaluation of non-specific magnetic bead adhesion. To
quantify the non-specific interactions between functional-
ized magnetic beads and coated surfaces, we counted the
number of non-specific adhered beads per field of view
(∼260 × 190 �m) of the complementary metal-oxide-
semiconductor (CMOS) camera for each different bead-
surface configuration. Experimentally, chemically function-
alized magnetic beads with a concentration of 6 × 107

beads/ml were incubated on the functionalized surfaces for
30 min in PBS/BSA buffer (1% BSA, pH 7.4), followed by
washing with 3 ml of the same buffer until no more mo-
bile beads were observed during flow cell flushing. For each
bead-surface configuration, 20 of such areas were investi-
gated to calculate the average number and standard devi-
ation of non-specifically adhered beads. The data was ad-
ditionally evaluated by a Kruskal–Wallis one-way analysis
of variance (ANOVA), followed by a Tukey’s post-hoc test
(40).

DNA anchoring and magnetic bead tethering. The DNA
constructs with different functional moieties were anchored
to the functionalized surfaces according to different chem-
ical approaches (Figure 1).

As a standard method, DNA constructs with biotin and
digoxigenin (DIG) labeled handles were surface-anchored
via anti-DIG antibodies and coupled to streptavidin-coated
superparamagnetic beads as previously described (7,9,21).
In detail, first a volume of 50 �l PBS buffer (pH 7.4) con-
taining 100 �g/ml of anti-DIG antibodies (Roche, USA)
was flushed into the flow cell and incubated for 1 h. After-
ward, the flow cell was washed with 1 ml PBS/BSA buffer
(1% BSA, pH 7.4) and incubated with this solution for an-
other hour to passivate the surface, decreasing the non-
specific adhesion of biomolecules and magnetic beads. Af-
ter another washing step with 500 �l PBS/BSA buffer, 16
pM of the DNA construct in 100 �l PBS/BSA buffer was
incubated within the flow cell for 1 h for surface anchor-
ing, followed by a washing step using 1 ml PBS/BSA buffer.

A volume of 100 �l PBS/BSA buffer containing 100 �g of
streptavidin-coated magnetic beads was then incubated for
another hour within the flow cell to tether the DNA. A fi-
nal washing step with PBS/BSA buffer was applied until all
non-tethered beads were removed.

To covalently anchor amino-labeled DNA to the surface
via peptide binding (Figure 1B and C), the previously am-
inated surfaces were PEGylated. To achieve this, a mixture
of 3.5 mg NHS-PEG-COOH and 6.5 mg NHS-mPEG in
500 �l MES/EDC buffer (100 mM MES, 50 mM EDC,
pH 4.7) was prepared and incubated in the flow cell for 1
h. After washing with 3 ml water, a concentration of 16 pM
amino-labeled DNA constructs in 100 �l MES/EDC buffer
was mixed with 1.5 × 104 amino-labeled polystyrene refer-
ence beads and added to the flow cell for 1 h. After covalent
anchoring of DNA and reference beads to the PEG surface,
the flow cells were washed with 1 ml water, followed by incu-
bation in PBS/BSA buffer for another hour as an additional
passivation step. The flow cells were then washed with 500
�l PBS/BSA buffer and bead tethering was performed in
one of two possible ways, depending on the functional moi-
eties included on the free accessible end of the DNA con-
structs.

Thus, to bind DNA constructs that contain biotinylated
handles to magnetic beads, 100 �g of neutravidin-coated
magnetic beads in 100 �l PBS/BSA buffer was incubated
within the flow cell for 1 h. Alternatively, to covalently tether
sulfhydryl-labeled DNA to magnetic beads, the thiol groups
were reduced prior by incubation with 2 mM DTT (Dithio-
threitol) in PBS buffer (pH 7) for 1 h, followed by a washing
step using 1 ml PBS buffer. Afterward, 100 �g of maleimide-
modified magnetic beads in 100 �l PBS/BSA buffer was
added to the flow cell and incubated for 1 h. In both cases, a
final washing step was applied using PBS/BSA buffer until
all non-tethered beads were removed.

Magnetic Tweezers experimental configuration. The mag-
netic tweezers implementation used in this study has
been described previously (9,21). Briefly, light transmitted
through the sample was collected by a 100× oil-immersion
objective (Apochromat 100×, NA = 1.25, Olympus, USA)
and projected onto a 4.1 MP CMOS camera (Falcon 4M60,
Teledyne Dalsa, Canada) with a sampling frequency of 60
Hz. The applied magnetic field was generated by a pair of
vertically aligned permanent neodymium-iron-boron mag-
nets (SuperMagnete, Switzerland) separated by a distance
of 300 �m, suspended on a motorized stage (M-126.PD2,
Physik Instrumente, Germany) above the flow cell. Addi-
tionally, the magnet pair could be rotated about the illumi-
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nation axis by an applied DC servo step motor (C-149.PD,
Physik Instrumente, Germany).

Image processing of the collected light allowed us to track
the real-time position of both surface-attached reference
beads and superparamagnetic beads coupled to DNA teth-
ers in three dimensions. This was achieved using a cross-
correlation algorithm realized with custom-written soft-
ware in LabView (2011, National Instruments Corporation,
USA). After subtraction of the relative reference bead po-
sition to correct for instrumental drift, the x, y and z po-
sition of the DNA-tethered beads were determined with a
spatial accuracy of <3 nm. The upward stretching forces on
the DNA tethers by the superparamagnetic beads were cal-
ibrated from the bead Brownian motions, whereby spectral
corrections were employed to correct for camera blur and
aliasing (41).

Tether rupture force and lifetime measurement. To sta-
tistically compare the mechanical stability between DNA
molecules tethered using the three different chemical an-
choring strategies (Figure 1), we employed two approaches:
we applied dynamic force spectroscopy to evaluate the
DNA tether rupture force, and we performed force clamp
experiments at 45 and 150 pN to evaluate DNA tether life-
times.

Prior to the characterization of tether stability, we per-
formed a control measurement designed to detect magnetic
beads tethered to multiple DNA molecules. This involved
applying a pulling force of ∼10 pN and comparing the re-
sponse of the beads upon clockwise versus counterclock-
wise magnet rotation of 60 turns. When a single magnetic
bead is tethered to the surface via multiple DNA molecules,
a significant decrease of the DNA tether extension should
be observed in both cases, an effect caused by the wrapping
of the molecules about one another (42). Such multiply teth-
ered magnetic beads were excluded from analysis. To eval-
uate the force-dependent rupture stability of the different
types of DNA tethers, we performed dynamic force spec-
troscopy up to a maximum force of 150 pN, using a con-
stant force loading rate of 10 pN/s. The lifetime analysis
for each DNA construct was performed by applying a con-
stant force of 45 pN over the duration of 24 h and detect-
ing the time of tether rupture. For the covalently coupled
DNA constructs, this experiment was also repeated at a con-
stant force of 150 pN. All dynamic force spectroscopy and
lifetime experiments were carried out in 10 mM TRIS/HCl
buffer (pH 7.5, Sigma, USA) containing 100 mM NaCl.

RESULTS AND DISCUSSION

We systematically characterize our three different chemi-
cal anchoring strategies for DNA (Figure 1, ‘Methods’ sec-
tion) according to criteria designed to test their suitability
in single-molecule magnetic tweezers experiments. First, we
analyze the non-specific adhesion of functionalized mag-
netic beads to different surface coatings, as excessive non-
specific adhesion may limit the multiplexing efficacy of mag-
netic tweezers experiments. The effect of different ionic con-
centrations is taken into account, as magnetic tweezers ex-
periments may require adapted buffer conditions for the
study of specific biological processes. Next, we examine the

spatial stability of covalently surface-bound polystyrene ref-
erence beads to surfaces (Figure 2). Such reference beads are
typically employed in single-molecule experiments to cor-
rect for instrumental drift. To evaluate the force and lifetime
stability of different chemically anchored DNA tethers, we
perform force-dependent rupture experiments with pulling
forces up to 150 pN and lifetime experiments with durations
up to 24 h under constant force loads of 45 (Figure 3) or 150
pN (Table 2). A summary of the quantitative results is sup-
plied in Table 2.

Effect of PEG on surface passivation

We characterize the different combinations of functional-
ized flow cell surfaces and magnetic beads to investigate
the presence of non-specific interactions. For quantitative
evaluation, we count the number of non-specific adhered
magnetic beads per surface area (examples shown in Fig-
ure 2A and B) for each surface-bead combination in the
presence of 1% (v/v) BSA, which is predominantly used as
non-specific adhesion-decreasing adjunct (43). To addition-
ally investigate the effect of ionic strength on surface-bead
interactions, we perform these experiments at two differ-
ent monovalent ion concentrations (50 mM NaCl, 500 mM
NaCl) and examine the effect of adding divalent magnesium
cations (addition of 7 mM MgCl2 to 500 mM NaCl) (Fig-
ure 2C). To evaluate statistically our results, we apply an
analysis of variances (ANOVA) followed by a Tukey’s post-
hoc test with a significance threshold level P < 0.05 (40).

Our experimental results (Figure 2) indicate that when no
or solely one PEG crosslinker is used in the different bead-
surface combinations, similar degrees of non-specific in-
teractions occur between different functionalized magnetic
beads and surface compositions under all tested buffer con-
ditions (Figure 2C). For example, we observe that the stan-
dard method of using streptavidin-coated beads and nitro-
cellulose surfaces results in a relatively low density (∼650 ±
170 beads/mm2) of non-specifically adhered beads at low
salt conditions (Figure 2A; Figure 2C, gray bar). Under
these ionic conditions, PEGylated magnetic beads exposing
neutravidin (Figure 2C, red bar) and maleimide (Figure 2C,
blue bar) exhibit similar densities (∼710 ± 180 beads/mm2

and ∼500 ± 230 beads/mm2, respectively) of adhered beads
to nitrocellulose surfaces. Comparable densities of adhered
magnetic beads are also observed when streptavidin-coated
beads are tested on PEG surfaces (Figure 2C, gray hatched
bar, (∼720 ± 280 beads/mm2). The use of higher salt condi-
tions (500 mM NaCl and 500 mM NaCl supplemented with
7 mM MgCl2; Figure 2C) leads to moderately increased
bead adhesion for PEGylated beads that expose neutravidin
and maleimide (Figure 2C, red and blue bar, respectively),
but the adhesion of streptavidin-coated beads to nitrocellu-
lose and PEG surfaces (Figure 2C, gray and gray hatched
bars) remain mostly unaffected.

The density of non-specifically adhered beads can be re-
duced ∼3-fold by switching to the combination of PEG-
coated surfaces and PEGylated magnetic beads (Figure 2B).
For example, for neutravidin-exposing PEGylated beads
tested on PEG surfaces, the bead density is reduced to ∼200
± 80 beads/mm2 (Figure 2C, red hatched bar). Similar re-
sults are obtained for maleimide-exposing PEGylated beads
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Table 2. Maximum applicable pulling forces and median average tether lifetimes at a constant pulling forces of 45 or 150 pN for the three different DNA
tethering methods

Construct Applicable force Lifetime at 45 pN Lifetime at 150 pN

Standard 54 ± 11 pN ∼7 min
Covalent bond at one extremity 150 pN ∼3 h ∼1 min
Covalent bond at both extremities 150 pN >24 h >24 h

tested on PEG surfaces (Figure 2C, blue hatched bars), and
overall, the results appear independent of the salt condi-
tions tested. In general, non-specific bead adhesions may
result from either electrostatic forces––e.g. Coulomb forces
or the van der Waals force––or entropic forces (37,44,45).
The use of non-charged PEG crosslinkers provides a spatial
separation between the magnetic bead and neighboring sur-
faces on the order of ∼2 nm per PEG layer (corresponding
to the Flory radius of 5 kDa PEG (37)). The Debye length
under the ionic conditions tested lies below the provided
surface-bead distances of the PEG coatings, suggesting that
the introduction of PEG layers does not affect electrostatic
interactions except when bead and surface are already in
very close proximity. Any reduction in adhesion due to the
introduction of PEG layers, which is most pronounced in
the case of PEG-coated beads combined with PEGylated
surfaces, is therefore likely a result of entropy repulsion, as
was also concluded in a previous report that utilized longer,
more brush-like PEG layers (37). Remaining adhesion be-
tween PEGylated beads and PEG surfaces could possibly
result from defects within the PEG-coatings.

Spatial reference bead fixation stability

We next verify the compatibility of our procedure for the co-
valent coupling of DNA tethers to surfaces with the stable
fixation of so-called reference beads. Position-stable refer-
ence beads on sample surfaces are essential to the success of
magnetic tweezers measurements (10,46), as they permit the
removal of artifacts related to instrumentation and sample
drift. A common approach is to affix polystyrene reference
beads to nitrocellulose surfaces by non-specific adhesion,
as described in the ‘Methods’ section (2,5,7,9,10,21,47). In
the case of PEG-coated surfaces, however, this bead attach-
ment method can no longer be applied, as result of adhe-
sion suppression by the PEG polymer layer as described
in the previous subsection. An alternative approach is to
melt polystyrene beads onto glass surfaces prior to the
organochemical surface coating. When surfaces are coated
with nitrocellulose, this method guarantees a simple and
reliable method for reference bead fixation. In the case of
PEG-coated surfaces, however, the required high tempera-
tures damage the ethanolamine and PEG layers, resulting
in non-homogenous coverage. In areas of decreased PEG-
linker densities this would consequently lead to increased
non-specific binding of magnetic beads and biomolecules.
We have therefore developed a new anchoring procedure for
reference beads that relies on the same accessible carboxylic
moieties on surface-anchored PEG crosslinkers employed
in the covalent surface attachment of amino-labeled DNA
tethers (Figure 1B and C). This method allows the fixation
of amine-coated reference beads.

To test the fixation of covalently attached beads, we
compare their spatial stability with that of surface-melted
polystyrene beads. To do so, we tracked the motions of
beads anchored via either approach in three dimensions
over 2000 s at 60 Hz (n = 25 for both cases). The tracked mo-
tions of any individual bead were corrected for instrumen-
tal drift in all dimensions by subtracting the coordinates of
a second, similarly anchored bead. We analyze the result-
ing drift-corrected bead movements by computing the cor-
responding overlapping Allan deviation (48) for averaging
times between ∼20 ms and 3 s (Figure 1D). The experimen-
tal results for both anchoring strategies display deviations
of bead motion in all three dimensions that fall below 13 Å
(Figure 1D). Additionally, the differences in the Allan devi-
ations between two approaches for reference bead fixation
are <4 Å over the entire averaging time scale (Figure 1D,
compare black and red dashed lines). For short averaging
times between ∼20 and 100 ms, all bead motions generally
remain below 4 Å for all dimensions. Toward higher aver-
aging times up to 3 s, the bead stability decreases globally,
with excursions up to 13 Å that result from the increas-
ing influence of instrumental drift. These results demon-
strate that both approaches are equally suitable for high-
resolution measurements (41,46,49) and, more importantly,
that we have provided a protocol for reference bead fixation
that is compatible with covalent tethering of DNA tethers.

Force-dependent extension of linear and DNA hairpin con-
structs

We now discuss the use of our functionalization process
and the addition of PEG-polymers for tethering molecules
such as DNA. Before characterizing the overall force- and
life-time characteristics of populations of DNA tethers (see
’Force stability and tethter limetimes of linear dsDNA’ in
’Results and Discussion’ section), we have verified that our
newly-introduced DNA anchoring methods do not affect
the mechanical properties of individual DNA molecules
(23,24,50,51). To do so, we apply force to both individ-
ual covalently surface-anchored linear 4.8 kbp dsDNA con-
structs (Figure 1B) and to 1 kbp DNA hairpin containing
constructs. The latter molecules are typically used to study
DNA-binding proteins and serve as sensitive and reliable
force sensors (49,52,53). We perform the experimental eval-
uation conducting dynamic force spectroscopy (DFS) mea-
surements (Figure 3A) with a constant force loading of 10
pN/s up to 115 pN.

For both covalently tethered dsDNA (Figure 3B) and
hairpin-DNA (Figure 3C), we find that their response to
force exhibits the expected behavior. For example, the appli-
cation of force to a covalently anchored linear dsDNA con-
struct demonstrates regular entropic stretching behavior at
pulling forces below 5 pN, followed by enthalpic stretching
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Figure 2. Non-specific adhesion and spatial stability of beads. (A and B)
Images of a flow cell with non-specifically adhered magnetic beads. (C) The
number of adhered magnetic beads is summarized in the histogram for dif-
ferent combinations of bead-surface for a variety of buffer conditions. The
error bars represent the mean standard deviations and the asterisks denote
the significance threshold level of the applied analysis of variance (1-way
ANOVA; *P < 0.05) for each buffer condition. (D) The position stability
of reference beads affixed via surface-melting (black) or covalent attach-
ment (red) is analyzed by computing their respective Allan deviations (48)
as a function of time in all three dimensions. For each attachment method,
the median of n = 25 reference beads is presented as continuous lines and
the 25th and 75th percentiles as dashed lines.

Figure 3. DNA stability under high forces. (A) DNA tethers were stretched
by applying a magnetic field via a pair of superparamagnetic magnets.
(B) Force-extension plot for a covalently anchored linear 4.8 kbp dsDNA
tether. The black dashed line is a fit of the extensible worm-like-chain fit
to the data. At ∼60 pN, the overstretching transition of DNA is observed.
(C) Force-extension plot for a covalently surface-bound single 1 kbp hair-
pin DNA construct. (D) Histogram of measured rupture forces (n = 43)
via DFS with constant loading rate of 10pN/s up to 150 pN and applied
Gaussian fit (black curve). (E) Histogram of measured lifetimes at constant
pulling force of 45 pN (n = 37) for dsDNA tethers anchored via DIG:anti-
DIG to the surface and streptavidin:biotin to the magnetic bead. (F and
G) Histograms of observed lifetimes at applied forces of 45 pN for DNA
molecules anchored covalently to the surface alone (n = 52) (F) and an-
chored covalently to both surface and bead (n = 32) (G). The median
of tether lifetimes in (E and F) is denoted within the histogram panels
as X̃ with the corresponding median absolute deviation (MAD). The red
dashed line in (G) is meant to indicate that the measured lifetimes are lower
bounds, as the experiment itself was terminated after 24 h.

at higher forces and leading to the observation of the well-
described force-induced overstretching transition at ∼60
pN (Figure 3B). The clearly observable overstretching tran-
sition is associated with a rapid ∼1.7-fold length increase, in
agreement with previous reports (23,51). As expected, the
force-extension curve of dsDNA up to the overstretching
transition can be well-described by the extensible worm-like
chain (WLC) model (50,54). Application of this model to
our dsDNA stretching data (Figure 3B, dashed line) yields
a bending persistence length of ∼40 nm and a stretching
modulus of ∼800 pN, in agreement with previous studies
(24,50,55). The application of force to DNA tethers con-
taining a 1-kbp hairpin demonstrates the mechanical unzip-
ping of the double-stranded hairpin structure (Figure 3C).
We observe full opening of the 1 kbp hairpin, as witnessed
by a length increase of ∼1 �m, at a force of ∼13 pN with,
also in agreement with previous studies (11,56,57).

Force stability and tether lifetimes of linear dsDNA

We now test the coupling stability of the three dsDNA
tether anchoring methods by measuring the overall force-
and life-time characteristics of populations of DNA teth-
ers. To do so, dsDNA constructs anchored via the differ-
ent strategies are subjected to increasing forces up to 150
pN. Separately, we conduct lifetime experiments at constant
forces of 45 or 150 pN over 24 h. The results of the force-
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dependent tether stability and the construct lifetimes are
summarized in Table 2.

Our experiments indicate that there are significant differ-
ences in the force stability and tether lifetimes for dsDNA
tethers anchored via the three different approaches (Fig-
ure 3), with the common approach of relying on DIG:anti-
DIG and streptavidin:biotin interactions (Figure 1A) pro-
viding the weakest linkages. The pulling of linear ds-
DNA tethers coupled using this approach results in average
pulling force stabilities of Fmax ∼55 pN (Figure 3D). We
perform lifetime measurements at 45 pN, a force selected
because it is ∼20% lower than the average force at which
the DIG:anti-DIG coupling fails. Under this force load, this
dsDNA construct demonstrates widely distributed lifetimes
ranging from a few seconds to ∼40 min. The spread in life-
times likely reflects the number of contributing DIG:anti-
DIG complexes to the dsDNA anchorage (27). On average,
however, dsDNA anchored via this common approach last
only ∼7 min (Figure 3E).

In stark contrast, the approaches introducing one or
more covalent linkages, which in principle provide pulling
force stabilities up to nanoNewtons (58), provide vastly-
improved force stabilities and lifetimes. For example, ds-
DNA tethers anchored covalently onto PEGylated surfaces
by multiple amide bonds and coupled to magnetic beads
via either multiple neutravidin:biotin complexes or a sin-
gle maleimide:thiol coupling (Figure 1B and C) exhibited
no force-dependent tether ruptures even for applied forces
as high as 150 pN (Table 2). Similarly, atomic force spec-
troscopy studies reported pulling force stabilities ≥200 pN
for both binding complexes (26,59,60). Concretely, the fact
that the maximal force is similarly high in these two cases
demonstrates that the neutravidin:biotin coupling does not
limit the maximal force that can be applied. Differences be-
tween the approaches relying on one versus two covalent
linkages (Figure 1B and C) nevertheless appear in the life-
time experiments. These were again performed at a constant
force of 45 pN, to compare to the data in Figure 3E. How-
ever, it was necessary to increase the duration of the life-
time experiments to 24 h. The dsDNA constructs covalently
attached to the PEGylated surfaces and tethered to mag-
netic beads by several neutravidin:biotin complexes now ex-
hibit a distribution of lifetimes that ranges from ∼1 to 24 h,
where the range likely reflects that the presence of differing
numbers of neutravidin:biotin binding complexes. On av-
erage, their lifetime exhibits a dramatic 30-fold increase to
∼3 h compared to the common attachment strategy (Fig-
ure 3F). Impressively, the dsDNA constructs covalently an-
chored to the PEG-coated surface and covalently tethered
to maleimide-modified magnetic beads (Figure 1C) by a sin-
gle thioether linkage remain stable at this force load over
the entire duration of 24 h (Figure 3G). More dramatic dif-
ferences between these two constructs were observed at a
constant force load of 150 pN: here, dsDNA constructs co-
valently tethered only to PEGylated surfaces demonstrate a
lifetime distribution that range from few s to ∼3 h lifetimes,
with a median of ∼1 min (Table 2, n = 94), while dsDNA
constructs covalently tethered at both extremities continue
to display lifetimes in excess of 24 h (Table 2, n = 28). This
result demonstrates that covalent anchorage of both DNA
extremities provides the ideal experimental scenario.

The results for the experiments on tether rupture force
and lifetime results are summarized in Table 2. The statisti-
cal overview clearly demonstrate explicitly the disadvantage
of using non-covalent interactions for DNA-anchoring, as
the observed lifetimes at high forces are limited to the order
of minutes, which drastically impacts the observation time
for biophysical experiments. Strategies that employ multiple
of such weak linkages can contribute to both force- and life-
time stability and can prove useful in certain experiments,
but, as our experiments show, eliminating DIG:anti-DIG
coupling will enhance the force range while eliminating neu-
travidin:biotin coupling will enhance the lifetime stability.
Indeed, using covalent tethering to both DNA extremities
makes it possible to perform magnetic tweezers experiments
on DNA molecules that can withstand pulling forces up to
150 pN with lifetimes over 24 h. In such cases, the applicable
forces and lifetimes are solely limited by the intrinsic stabil-
ity of the studied biomolecules or biomolecular complexes.

CONCLUSIONS

We have demonstrated a significant increase in pulling force
stability and lifetimes under force load for DNA tethers by
applying covalent chemical tether-anchoring using heterob-
ifunctional PEG crosslinker for magnetic tweezers experi-
ments. By applying this methodology, the limit of lifetime
and applicable force will principally be defined by the sta-
bility of the biological sample itself. Conveniently, the im-
plementation of biocompatible PEG crosslinkers also pro-
vides suppression against non-specific adhesion of mag-
netic beads and biomolecules on the surface. These advan-
tages provide vastly enhanced high-throughput efficiency
in magnetic tweezers experiments and can lead, together
with advances in multiplexing capability (8–10) to im-
proved statistics for the description of biomolecular pro-
cesses. The anchoring method that we present is not lim-
ited only to magnetic tweezers: it can be easily applied to
other single-molecule techniques, such as optical tweezers
and fluorescence-based studies, as well as for e.g. biomate-
rial engineering and biosensors, where stable biomolecule
attachment is required. It can also readily be extended to
the binding of proteins, peptides and a wide range of other
organic molecules. This development opens new possibili-
ties for single-molecule experiments that probe the stabil-
ity of biomolecules and interactions under high force, such
as DNA-binding protein interactions, protein–protein com-
plexes and protein unfolding studies, amongst others.
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